Alcotest 7110 Calibration Record

Equipment Alcotest 7110 MKIII-C Serial No.: ARSA-0031
Location: STAFFORD TOWNSHIP P.D.

Calibration File No.: 01384 Calib. Date: 12/11/2017 Calib. No.: 00031
Certification File No.: 01336 Cert. Date:  06/29/2017 Cert. No.: 00025

Linearity File No.: (1337 Lin. Date:  06/29/2017 Lin. No.: 00025

Solution File No.: 01383 Soln. Date: 12/09/2017 Soln. No.: 00191
Sequential File No.: 01384 File Date:  12/11/2017

Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUD 83-0015
Control Solution %:  0.100% Expires:  09/07/2018
Solution Control Lot: 16220 Bottle No.: 1359
Coordinator

Last Name: ALCOTT First Name: KEVIN MI: W,

Signature:

Badge No.: 6704

T £ W A #Chy Date: 12/11/2017

*Black Key Temperature Probe Serial.......oooooon # AAX /( P Z- 3 7é

*Digital NIST Temperature Measuring System Serial....# [/ 70 4Z% 368
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Alcotest 7110 Calibration Certificate
Part I - Control Tests

Equipment Alcotest 7110 MKII-C Serial No.: ARSA-0031
Location: STAFFORD TOWNSHIP P.D.
Calibration File No.: 01384 Calib. Date: 12/11/2017 Calib. No.: 00031
Certification File No.: 01385 Cert, Date: 12/11/2017 Cert. No.: 00026
Linearity File No.: 01337 Lin. Date:  06/29/2017 Lin. No.: 00025
Solution File No.: 01383 Soln, Date: 12/09/2017 Soln, No.: 00191
Sequential File No.: 01385 File Date:  12/11/2017
Calibrating Unit; WET Model No.: CU-34 Serial No.: DDUD §3-0015
Control Solution %:  0.100% Expires:  09/07/2018
Solution Control Lot: 16220 Bottle No.: 1359
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator {°C) or Error(s)
Ambient Air Blank 0.000% 13:318
Contrel 1 EC 0.099% 13:315 34.0°C *#% TEST PASSED %
Control 1 IR 0.100% 13:318 34.0°C #5k TEST PASSED #%%
Ambient Air Blank 0.000% 13:328
Control 2 EC 0.099% 13:32S 34.0°C #dk TEST PASSED ###
Control 2 IR 0.101% 13:328 34.0°C 4k TEST PASSED ik
Ambient Air Blank 0.000% 13:338
Control 3 EC 0.099% 13:348 34.0°C ¥ TEST PASSED #%%
Control 3 IR 0.099% 13:34S 34.0°C #k% TEST PASSED ###%
Ambient Air Blank 0.000% 13:348

All tests within

Coordinator
Last Name: ALCOTT *

eeptable tolerance.
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Equipment
Location:
Calibration File No.:

Certification File No.:

Linearity File No.;
Sclution File No.:
Sequential File No.;

Calibrating Unit:
Control Solution %:
Solution Control Lot:

Calibrating Unit:
Control Solution %:
Solution Control Lot:

Calibrating Unit:
Control Solution %:
Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank
Control 4 EC
Control 4 IR
Ambient Air Blank
Control 5 EC
Control 5 IR
Ambient Air Blank
Control 6 EC
Control 6 IR
Ambient Air Blank

Alcotest 7110 Calibration Certificate

Part II - Linearity Tests

Alcotest 7110 MKIII-C

STAFFORD TOWNSHIP P.D.

01384

01385

01386

01383

01386

WET

0.040%

16230

WET

0.080%

16250

WET

0.160%

16260
Result
%BAC
0.000%
0.042%
0.041%
0.000%
0.042%
0.040%
0.000%
0.083%
0.080%
0.000%
0.081%
0.079%
0.000%
0.161%
0.160%
0.000%
0.161%
0.161%
0.000%

All tests within acceptable tolerance.

Coordinator
Last Name: ALCOTT

Calib. Date:
Cert, Date:
Lin. Date:
Soln. Date:
File Date:

Model No.:

Model No.:

Model No.:

Time
HH:MM
13:448
13:458
13:458
13:468
13:478
13:478
13:498
13:498
13:498
13:518
13:518
13:518
13:53S
13:538
13:535
13:558
13:558
13:558
13:578

First Name:

12/11/2017
12/11/2017
12/11/2017
12/09/2017
12/11/2017

CU-34

CU-34

CU-34

Temperature
Simulator (¢C)

34.0°C
34.0°C

34.0°C
34.0°C

34.0°C
34.0°C

33.9°C
33.9°C

34.0°C
34.0°C

34.0°C
34.0°C

KEVIN

Signature: ”"'7’;,", f /( 4 % AL //

Serial No.: ARSA-0031

Calib. No.: 00031
Cert. No.: 00026
Lin. No.: 00026
Soln. No.: 00191

Serial No.:
Expires:  09/19/2018
Bottle No.: 1444

Serial No.: DDWF §3-0218

Expires:  09/27/2018
Bottle No.: 0092

Serial No.:
Expires: 10/03/2018
Bottle No.: 0645

Comment(s)
or Error(s}

$dk TEST PASSED #k*
%k TEST PASSED ##%

ik TEST PASSED *#%¥
#xk TEST PASSED ##%

#*# TEST PASSED %%
wok TEST PASSED ##%

#d% TEST PASSED #+*
sk TEST PASSED #%%

##k TEST PASSED %
4k TEST PASSED ##

sk TEST PASSED #ok
ok TEST PASSED #%

Badge No.: 6704
Date: 12/11/2017

DDWE 83-0206

DDWJ 53-0334

v



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARSA-0031
Location: STAFFORD TOWNSHIP P.D. _
Calibration File No.: 01384 Calib. Date: 12/11/2017 Calib. No.: 00031
Certification File No.: 01385 Cert. Date: 12/11/2017 Cert. No.: 00026
Linearity File No.: 01386 Lin. Date:  12/11/2017 Lin. No.: 00026
Solution File No.: 01387 Soln. Date: 12/11/2017 Soln. No.: 00192
Sequential File No.: 01387 File Date:  12/11/2017
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUD S3-0015
Control Solution %:  0.100% Expires:  06/28/2019
Solution Control Lot: 17200 Bottle No.: 0667
Function Result Time Temperature Commient(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 15:293
Control 1 EC 0.102% 15:308 34.0°C #ik TEST PASSED #
Control 1 IR 0.102% 15:308 34.0°C wdk TEST PASSED %
Ambient Air Blank 0.000% 15:305
Control 2 EC 0.101% 15:318 34.0°C #xk TEST PASSED ##%%
Control 2 IR 0.101% 15:318 34.0°C *kx THST PASSED #ok#
Ambient Air Blank 0.000% 15:328
Control 3 EC .101% 15:328 34.0°C F#k TEST PASSED ##%
Control 3 IR 0.102% 15:328 34.0°C #xk TEST PASSED ##%
Ambient Air Blank 0.000% 15:338

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures esiablished by the {NJSP} Chief Forensic Scientist.

MXKPZ - 3y

Temperature Probe Serial Number:
Changed By:

Last Name: ALCOTT First Name: KEVIN MI: W.
. - Badge No.: 6704
Signature: . L W T HEY Date: 12/11/2017

¥ T



Simulator
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined and
found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.

(F.R. Vol, 59 No. 243 12/19/84 Notices)

Draeger, Inc.

s

odel: ALCOTEST CU34 Serial Number: N

O Model: MARK 1A o e
O Other. DDWESI 026 (7 \3

/)

«p ' . . r‘
Certification Date: Technician: Re-Certification Due Date: ,@

\

Simulator
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined and
found to be in compliance with National Hi%hway and Traffic SafetyrAdministraticn
regutations for devices used to calibrate Evidential Breath Testers.

(F.R. Vol. 59 No. 249 12/19/94 Notices)

Drasger, Inc,

o Nodel: ALCOTEST CU34 Serial Number:
O Model: MARK IIA

O Cther; DDWESR-018

Certification Date; Technician: Re-Certification Due Date:




‘ os ,“
Drdger S
Simulator

D)

o
R

| CERTIFICATE/OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined and
found to be in compliance with Nationa] Highway and Traffic Safety Administration
regulations for devices Used to calibrate Evidenttal Breath Testers.

(F.R. Vol. 59 No, 249 12/19/94 Notices)

DR

Draeger, Inc.
/®’ Model ALCOTEST CU34 Serial Number: \
O Model: MARK 1IA
O Other: DQ;A DS 3-D.334 |
Certification Date: Technician: Re-Certification Due Date:

92747 LOC.. P-D /&

6) Alcotest 7110 Temperature Probe
CERTIFICATE OF ACCURACY

This is to certify that the Alcotest 7110 Temparature Probe has been tested for accuracy with
with instrumentation that is traceabie to the National Instifute of Standards and Technology (NIST).
The manufaciurer recommends accuracy verification of the Temperature Probe within 12 months
of the certification date below, or soonar, according to your state’s specifications.

For accurate temperature readings, the probe value on this cerificate, noted below, must -
be programmed into the Alcotest 7110.

. Serial Number Temp Probe: Ceriification Date:  Next Certification Due: N s

. W

| KPS 9847 2EIE
Probe Value:

]

[ [)L:l Draeget, Inc. m

@




e I"!J%’

S Calibration complies with ISO/IEC
S momem 17025, ANSINCSL 2540-1, and 9001

AN ibrat
A Galibratian Cert. No.: 4000-8602168

Cerlificale No. 1750.01
Traceable® Certificate of Calibration for Digital Thermometer

Manufactured for and distributed by' VWR International, LLC, Radnor Corparate Cenfer, Bidg 1, Ste 200, 100 Matsonford Road, Radnor, PA 19087
Instrument ldentification:

Model 61220-601 S/N: 170428368 Manufacturer- Control Company
Standards/Equipment:
Description Seral Number Due Date NIST Traceable Reference
Temperature Catibration Bath TC-231 A79341
Thermistor Module A27129 12/04/17 1000401760
Temperature Probe B267 12/06/17 B6B30059
Temperature Calibration Bath TC-191 A42238
Thermistor Module A27129 12/0117 1000401760
Temperature Probe 5202 1211917 B6B30058-1
Temperature Calibration Bath TC-218 A73332
Thermister Probe 5356 1M10/18 B7104024
Readout, Digital Thermometer BSC344 3/12/18 B7314035
Temperature Calibration Bath TC-275 B16388
Themmistor Probe 5357 1/06/18 B7104023
Readout, Digital Thermometer B5C344 312118 B7314035
Certificate Information:
Technician: 104 Procedure: CAL-06 Cal Date: 6/08/17 Due Date: 6/08/19
Test Conditions: 23.5°C 500 %RH 1014 mBar
Calibration Data: (New Instrument)
Unit(s) Nominal As Found In Tol Nominal As Left In Tol Min Max U TUR
°C ) N.A. 0.002 0.001 Y -0.048 0.052 0010 >4 1
°C N.A. 25.003 25.000 Y 24 953 25083 0.010 >4.1
°C NA, 50.002 50.001 Y 45952 50.052 0.010 >4.1
°C N.A, 100.001 99.998 Y 99.951 100.051 0.010 »4.1

This Instrument was calibrated using instruments Traceable to National Institute of Standards and Technology.

A Test Uncertainty Ratio of at least 4:1 is maintained unless otherwise stated and Is calculated using the expanded measurement uncertainly Uncertainty evaluation includes the instrument under
lest and {s calculated in accordance with the 1SO "Guide to the Exprassion of Uncertairty in Measurement™ (GUM}, The umcertainty represents an expanded uncertainty using a coverage facior k=2
te approximate a B5% confidence fevel, in tolerance conditions are based on test results failing within specified ¥mits with no reduction by the uncertainty of the measurement. The results contained
herein refate only in the item calibrated, This certificate shali not be reproduced except in full, without written approvat of Control Company

Nominal=Slandard's Reading; As Lefi=Instrumant's Reading; In Tol=in Tolerance; MinMaxrAcceptance Renge; +=Expanded Measurement Uncerdainty, TUR=Test Uncertainty Ratic;
Acturacy=H{Max-Min}2; Min = As Lefl Nominal{Rounded) - Toleranca; Max = As Left Nominal(Rounded) + Tolerance; Date=MM/DO/YY

Nicol Ro'driguez_ Quality Manager Aaron Judice, Technical Manager

Maintaining Accuracy:
Iy our apinicn once calibraled your Digital Thermometer should maintain Its accuracy There is no exact way 1o detemmineg how long calibration will be maintained. Digital Thermometers change little,
i any at s, but can be affecled by aging, temperalure, shock, and contamination,

Recalibration:
For factory calibration and re~certification traceable to National Institute of Standards and Technology contact Control Company.

CONTROL COMPANY 12564 Galveston RD Suite B230 Webster TX USA 77588
Phone 281 482-1714  Fax 281 482-9443  service@controi3.com  www.control3.com

Contral Company is an ISO 17025:2005 Calibration Laboratory Acaradited by (A2LA) American Association for Laboratory Accreditation, Certificate No. 1750,01
Control Company is ISO 9001:2008 Quality Certified by (DNV) Det Norske Varitas, Certificale No. CERT-01805-2006-A0-HOU-RvA,
International {,aboratory Accreditation Gooperation (ILAC) - Multiiateral Recognition Arrangement (MRA).

Page L of | Traceatle® is 2 registerod tademark of Coatrol Coopany © 2009 Contro! Company



State vf Nefe Jevsey

OFFICROF THE ATTORREY QHNBRAL

COnrts CHRISTHR DIEPARTMEBNT OF LAW AND PUBLIC SAFETY CHRISTOPIER S, PORRING
Gavessor Division OF STATE POLICE Attorney General
PosTOrmca Box 7048
KiM GUADAGND WHSTTRENTOR, K (8628-0068 COLONEL JO3RIN I, FUBNTRS
L. Gorerner {609} 882-7000 Superintondent

- CERTIFICATION OF ANALYSIS
0.10 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethiyl alcohol concentration within, b
not exceeding, the sangs of 0,1174 to 0,1244 pranw per 100 milliliters of solution,

MANUFACTURER: Dracece Safety, Ing, ANALYSIS DATE: 09/19/2016
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 16220

Representative samples of the above-referanced Lot Number wers tostad by Gas Clvomatography and found to bave a mcan ethyt alcohol
concentration range of 0. 1202 0 90,1207 grams per 100 milliliters of solution,

This lot of breath alcohol simufator solution may bo ulilized as a known traconble standacd for the purpose of conducting periodio tosts,
pursuant to NJ.A,C. 13:51-4.3, of epproved bregth test instruments (NJ.A.C. 13:51-3.5) utilized by law enforcoment agencies in this State.
The ranufacturer’s expiration date for this fot of breath alcohe! simulator solution is Septembor 07, 2018,

As Rosearah Scientist for the Division of State Potice, T hereby cettify and attest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensie Scionces of the Division of Stete Polico on propedy functioning and calibrated
instrumeonts and equipment. A procedures utilized nre acourate, objective, and porformed on a routine basis by versonnel withia the Office
of Forensio Scichees, i accordance with 1heir professional dutles and msponsilgl_ilies.

»
o

o
el / ,//-;'?/ﬂ—-m-“""""‘“"‘“"""'
LAl Adnovile, PhD.

Research Scientist

NISP Office of Forenisic Sclences

Sworn to and subseribed before me 1hi§%§:r“£}~;d y of 3t rhp anin £.1) , 2016,
AR L EY T e
mmt QT Lu:*mup]mﬂxj
¢

Notary
MARY ELIZABETH MCLAUGHILIN
1D # 2062190
NOTARY PUBLIC
STATE QF NEW JERSEY

My Commiesion Explios Doc, 24, 2018
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Stute of Nefu Jersey

OFmMCE 01 Tik ATFORNOY GRNERAL

CHrIs CHRISTIB DREARTMENT OF LAW ARD PUBLIC SARRTY CHRISTOPIIRR &, PORRING
Goverdor DIVISION O STATE POIACE Attarnap General
PosT OFFICR BOX K68
KIM GUADAGRO WRST TRENTON, N) 086280065 COLONGE JORTPH R, FUBNTES

Lr Governw (609) 882-2000 Superintemlent

. CERTIFICATION OF ANALYSIS
0.04 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOGL SIMULATOR SOLUTIOM: Btiwl slcohol concentration within, but
ot exceeding, the range of 0.0469 to 0.0499 grams poer 100 milliliters of solution,

MANUFACTURER: Drgoger Safoty, lue. ANALYSIS DATE: 09/27/2018
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER; 16334

Represeniative sanpkes of the above-referenced Lot Number wero tested by Gas Chromatography and found to have a mean ethyl aicohol
concontration range of 0.0484 to 0.0492 grams per 100 millilitars of solution. :

Tliis lot of breath alcohoel simulator solution may be utilized a5 8 known fraceabie standacd for the purpose of conducting periodic tests,
pursuant to N.LA.C, 13:51-4.3, of approved broath {est instrnonts (NJLA.C. 13:51-3.5) utilized by Jaw enforcement 4 gencies in this State,
The manafacturer’s expiration date for this lot of breath aleohol simulator solution is September. 19, 2018

As Regoarch Scientist for the Division of State Police, 1liereby certify and attest that the tests and rosulis documented in this Certificate of
Analysis were performed at the Offica of Foronsic Scictiens of the Division of State Police on propecly functioning unnd calibrated
instruments and equipment. All procedures utilized are accurate, ohjective, and performed on o routine basis by potsotinel within the Office

of Forensic Scionees, in accordance with their profossional duties and respangibilitias,

e
&'/’ /‘f“f/ el
Afi M. Alsouic, PL.D,
Rescarch Solentist
NISP Office of Forensic Scicfices

. IS | [
Swomn to and subsoribod bofore mo this A& day of W .Ep‘i"l{ /}-r'\‘&i{f‘:.. 2016.
VWL . W o p A

Nﬂary ! L
ARYELIZABETH MCLAUGHLIN
1D # 2052190
NOTARY PUBLIC
STATE OF NEW JERSEY
My Gomnission Explres Doc, 24, 2018

van Internationally Aecredifed Agency”
. N Jersey Iv An Sguof Opporioaly Eupiaper '%&. f
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CFRCE OF THE ATTORNEY GENERAL

CHRIS CHRISTIE IDBERPARTMEMT OF LAW AND PUBLIC SAYETY CHRISTOPHER 8. PORRING
Covernor DIVISION OF STATE POLICR Attorney Oengral
PosT OFFHCE BOX 7068
Kis GUADAGNG WasT TRENTON, NJ 0B62R-0068 CO1,0NEL JOstirH . FURNTES
Lt Gavernor {60%) 882-2000 Stiporlutendeni

CERTIFICATION OF ANALYSIS
0.08 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethy! alcoliol concenteation withia, but
not exceeding, the range of 0.6939 (o 0.0997 grams per 100 milillilers of solution.

MANUFACTURER: Draeger Safoty, Inc. ANALYSIS DATE: 10/04/2016
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 16250

Representative samples of the above-reforenced Loi Number were tested by Gas Chromatography and found to have a mean ethyl alcobol
concentration ratge of 0,0963 to 0.0975 grams per 100 miliiliters of solution.

This lot of breath alcohof simulator solution may be uiilized as a known tracesble standard for the purposs of conducting perlodic fests,
pursuant (o N.LAC. 13:51-4.3, of approved breath test instraments (N.J.A.C. 13:51-3.5) utized by law euforcement ageneies in this State,
The manufacturer's expiration date for tlils lot of breath alcoho? simulater sotutlon is September 27, 2018,

As Research Sclentist for ihe Division of State Police, I herebry cortify and atlest that the fests and results documented in this Certifionte of
Anglysis were performed at the Offico of Forenslo Sciences of the Division of Stato Police on properly functioning and celibrated
instruments and equipment. All procedures utilized are accurate, objective, and purformed on a routine basis by porsonnet within the Office
of Forensic Sciences, I acoordance with their professional duties and responsibilities. »

/l' :; 3 g

P dl ARV,

LALLM, Alacule, PRD,
Research Scientist
NISP Cffice of Porensic Sciences

Sworn o and subseribed before me thlé S day of Dot L—Q‘L » 2016,
ke & e coda i._e{;;{\,@’,_,g_,ﬁ

Notary

MARY ELITABETH MCLAUGHLIN
1D & 2052100
. NOTARY PUBLIC
STATE OF NEW JERGEY
My Commlsslon Explres Dec. 24, 2018 HONOR
A YAy Internatlonilly Acevedited Ageacy

Nove Jersop fs An iiquol Onporenine Emploper
Priwtoed ou Recyehnd agr aud RegyelaMs




Stute of Nosr Jormep

OFRICE OF THE ATTORNEY GENERAL

CHRIS CHIUSTIE DEPARTMENT Off LAW AND PubLIC BABTY CHRISTOPHER 8, PORLIND
Goveror DIVISION OF STATHE PoLICE Attornap General
POST OFPECE Bow 7068
K GUABAGNG ) WEST TRINTON, NJ 08G28-0068 COLONBL JOSEPH R, FUGNTES
Li. Governor (609) 882-2000 Svparmrendeni

CERTIFICATION OF ANALYSIS ‘
80.16 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE, STECIFICATIONS FOR BREATH ALCOHE)L SIMULATOR SOLUTION: Bihy! aleohol concentration within, but
not exceading, the range of 0.1878 o 0.1994 grame per 100 mflfiliters of sofutlon,

MANURACTURRER: Draoger Safely, Ing, ANALYSIS DATE: 10/13/2016
BREATH ALCOHOL SIMUULATOR SOLUTION LOT NUMBER: 16260

Reprazeufative smmples of the above-referenced Lot Nuwmber wors tested by Gas Chromatography and found to have a mean ethyl alcohol
coneenieation range of 0.1928 to 0.1964 grams per 10¢ mitlititers of solution,

This lot of breath atcohol simulator sclution may be ufilized as A known traceable slandard for the purpose of conducling periodic tests,
pursuant to NJ.AC, 13:51-4.3, of approved breath test instruments (1.J.A.C. 13:51-3.5) utilized by law enforcement agencies it this State,
The manufacturer’s expivation date for this lof of breath alcoliol simutator soluflon Is Ogtober 3, 2018,

As Rosoarch Scientist for the Diviston of State Police, 1 hereby certify and attest that the tests and resulis documented in this Ceriifioate of
Analysle were performed at the Offics of Forensile Sciencss of the Division of State Folice on propetly functioning and callbrated
instroinonts and equipment. All procedures utilized are accurate, objestive, and parformead on a reukine busis by porsonnsl within the Offlce

of Forensic Sciences, In accardance with thelr professional duties and respopstbilities,

C. -

4 ‘afi M. Alaouie, PhI).
Research Scientist
NISP Office of Porensic Sciences

Sworn fo and subserlbed befors me this 1 X day of Coteber , 2016,

_LM

e JOHN 8 LE?;JER
22071
SR
TATE 3
My Co%tmlssbon Expires Dec. 14, 2017

“An Internationaily Aceredited Agenoy”

Now Juraey In Aw Bygwal Cppiortual(y Kwploper | <,
Prittoch ows Recpuied Sagror nind Bk %'




Sstate of Neﬁu Fermey

OFFICE GF THE ATTORNEY GENERAL

Crres CHRISTIE DIEBARTMENT OF LAW AND PUBLIC SAVETY CHRISTOPHIER S, PORRING
Gavernoy DIVISION OF STATE POLICE Attosniey General
POST QFFICE BOX 7068
KM GUADAGNO WEST TRENTON, NI OB628-0068 COLONEL JOSEPH R, FUENTES
L. Cervertir (609) 882-2000 Superinfendent

CERTIFICATION OF ANALYSIS
0.16 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethy! aleohol concentration within, but
not exceeding, the range of 0.1174 to 0,1246 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safety, Ing, ANALYSIS DATE: 07/13/2017
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 17200

Representative samples of the above-referenced Lot Number were tested by Gas Chromalography and found to have a mean ethy! alcohal
concentration range of 0,1208 to 0.1225 grams per 100 mitliliters of solution.

This lot of breath alcoho! simulator solution may be utilized as a known traceable standard for the purpose of conducting periodic tests,
pursuant to N.J.A.C, 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5) utilized by law enforcement agencies in this Staie,
The manufacturer’s expiration date for this lot of breath alcohol simulator solution is June 28, 2019,

As Forensic Scientist for the Division of State Police, I hereby certify and attest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equipment. All procedutes ulilized are accurate, objective, and porformed on a routine basis by personnel within the Office
of Forensic Sciences, in accordance with their professional duties and responsibilities.

Hons 7=

Monica T ontin
Forensic c;cnllst i
NISP Office of Forensic Sciences

3

Sworn to and subsm ibed befo;e me this “"fﬂ' da}l of YR _41 , 2017,

AR M{( W\/mm f’

Notm}}
MARY ELIZABETH MCLAUGHLIN
ID # 2052190
NOTARY PUBLIC
STATE OF NEW JERSEY

My Commission Expires Dec. 24, 2018

“An Infernationally Averedited Agency”
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Drdger
Alcotest® 7110 MKIIi-C

CERTIFICATE OF ACCURACY

This i§ to certy that the Alcotest 7110 MKII-C has been tested for accuracy and found to be in compliance
with the Naticnat Highway Traffic Safety Administration Stasdard for evidential breath testing devices.
The Alcotest MKII-C is compliant as a "mobile” and "nenmobile” EBT with.49 FR 48854, 49 FR 48864 and 88 FR 487085,
The manufacturer recommends sccuracy verification of this instrument within 12 months.
of the calibration date below, or sconer, according 1o your Stale Specifications.

Certification Date: SERIAL NUMBER:

X2 LRIA -003)




Drager
Simujlator
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies th=t the specified unit has been examined and
found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used tu calibrate Evidential Breath Testers.

{F.R. Vol. 59 No. 249 12/19/94 Nolices)

Draeger, inc.

2 Model: ALCOTEST CU34 Serial Number:

O Model: MARK lIA
O Other: __ ‘ NOUDS 3OS

Certification Date: Technician:

/117 OC

Re-Certification Due Date:

(O AP @MDY LOD>

Driger
Alcotest 7110 Temperature Probe
CERTIFICATE OF ACCURACY

This is 1o certify that the Alcolest 7110 Temgerature Probe has been tested for accuracy with
with instrumentation that is fraceable ic the Nazonal Institute of Standards and Technology (NIST).
The manufacturer recommends accuracy verification of the Temperature Probe within 12 months
of the certification date below, or soongr, according to your state’s specifications.
For accurate temperature readings, the probe value on this certificate, noted below, must
be programmed :hto the Alcotest 7110.

Serial Number Temp Probe: Certification Date:  Next Certification Due:
DOXKPR-3cH — [1-(D-]7 [)-10-18
Probe Value:

(D3 Draeger, Inc. ﬁc
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